A simple method to measure the liquefaction rate of human semen.
The centrifugation method has been developed to measure the rate of liquefaction in normal human semen. This method is very simple, reliable and convenient. Evidence is presented here to show that the liquefaction rate at ice-bath temperature is much slower than the rate at room temperature.